
          

         Syringe Pump Calibration Data  

          
          

Setting 6 Pump 1  Pump 2  
  Time [min] Volume [ml] Flow Rate [ml/min] Time [min] Volume [ml] Flow Rate [ml/min]  
  3 5 1.67  3 8 2.67  
  4 9.5 2.38  4 10 2.50  
  3 7.5 2.50  3 8 2.67  
  4 9.5 2.38  4 10 2.50  
 Average     2.23      2.58  

          
          

   ~2.41 l/min for both syringe pumps   
          
          
          
          
          
  Pump 1  Pump 2  

Setting 7 Time [min] Volume [ml] Flow Rate [ml/min] Time [min] Volume [ml] Flow Rate [ml/min]  
  3 9 3.00  3 11 3.67  
  4 15 3.75  4 14 3.50  
  3 11 3.67  3 10 3.33  
  4 14 3.50  4 14 3.50  
 Average     3.48      3.50  

          
          



   ~3.49 l/min for both syringe pumps   
          
          
  Pump 1  Pump 2  

Setting 8 Time [min] Volume [ml] Flow Rate [ml/min] Time [min] Volume [ml] Flow Rate [ml/min]  
  3 10 3.33  3 11 3.67  
  4 20.5 5.13  4 20 5.00  
  3 10.5 3.50  3 10.5 3.50  
  4 20.5 5.13  4 21 5.25  
 Average     4.27      4.35  

          
          

   ~4.31 l/min for both syringe pumps   
          
          
          
          
          
  Pump 1  Pump 2  

Setting 9 Time [min] Volume [ml] Flow Rate [ml/min] Time [min] Volume [ml] Flow Rate [ml/min]  
  3 25.5 8.50  3 25 8.33  
  4 34 8.50  4 34 8.50  
  3 26 8.67  3 25 8.33  
  4 34 8.50  4 33.5 8.38  
 Average     8.54      8.39  

          

   ~8.47 l/min for both syringe pumps   
 


